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KADISH, A.H,, ET AL.: A Comparison of QRS Complexes Resulting From Unipolar and Bipolar Pacing:
Implications for Pace-Mapping. To examine differences in QRS configuration produced by bipolar versus
unipolar pacing, 12-lead electrocardiograms recorded during bipolar (distaJ cathode] pacing with 5- and
10-mm intereJectrode distances were compared to electrocardiograms recorded during unipolar cathodal
pacing from the distal catheter pole. Pacing was performed at a cycle length of 500 msec using each of
the two bipolar configurations at current strengths equal to late diastolic threshold, twice threshold and
10 mA. The pacing site was at the right ventricular apex in 15 patients and at various left ventricular
locations in 14 patients. The electrocardiograms recorded during bipolar and unipolar pacing were
compared by two independent observers for minor QRS configuration changes, major configuration
changes and amplitude changes. Minor configuration differences between unipolar and bipolar pacing
occurred occasionally when the interelectrode distance during bipolar pacing was 5 mm (mean ± S.D.
0.5 ±1.2 leads per electrocardiogram]. However, when the interelectrode distance was 10 mm, minor
configuration differences were seen more commonly (1.3 ± 2.0 leads per electrocardiogram; P < 0.05
vs 5-mm distance]. Major configuration differences were uncommon with either configuration at all
current strengths. Pacing at 10 mA produced a larger number of configuration differences than pacing
at either threshold or twice threshold [P < 0.05). Amplitude differences were seen in a mean of 1.9 ±
2.1 leads per electrocardiogram with the 5-mm interelectrode distance and a mean of 2.9 ± 2.1 leads
using the 10-mm interelectrode distance (P < 0.05J. In conclusion: fl] bipolar ventricular pacing can
result in QRS complexes that are different from those obtained with unipolar pacing at the same catheter
iocation, presumably due to an anodal contribution during bipolar pacing; (2) increasing the interelec-
trode distance and stimulus intensity increases these differences; and (3] because the proximal electrode's
contribution to depolarization can alter the QRS configuration during pacing in a variable way, the use
of bipolar pace-mapping to localize sites of origin of ventricular tachycardia may result in less spatial
resolution than unipolar pace-mapping. (PACE, Vol. 14, May, Part I 1991]
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Introduction
Examination of the QRS configuration during
ventricular pacing or pace-mapping has been one
Supported in part by Grant 5M01-RR00042-25 from the Na- of several methods used to localize the site of or-
tional Institute of Health, Bethesda, Maryland. igjn of ventricular tachycardia.^"^ Although uni-
SL40667'^ ' ' ' ' ' ' ' " ' "" ' °̂  ' " ^ ' " ^" ' ' ^" '" ' ' ^"" ' ' ' ' ' Pol^^ and bipolar pace-mapping have been used.
Address for reprints: Alan H. Kadish, M.D., Northwestern Me- they have not been carefully compared. We have
moriai Hospital, 250 E. Superior Street, Suite 524, Chicago, IL demonstrated" that comparison of QRS complexes
' l r ' S recorded during unipolar pacing generally canReceivedDeclmbrmSgo; revision January 31, 1991; ac-
capted February 25,1991. discriminate ventricular sites that are within 5
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mm of each other. However, the discriminating
ability of bipolar pacing has not been quantitated.
Whereas bipolar pacing has the potential advan-
tage of producing a smaller stimulus artifact tban
unipolar pacing, an anodal contribution to ven-
tricular stimulation during bipolar pacing'' could
shift the site of stimulus origin away from the cath-
eter tip towards the more proximal anode, thereby
decreasing the accuracy of the pace map. Because
the interelectrode distance used during bipolar
pacing in the clinical electrophysiology laboratory
commonly is 5 or 10 mm, a change in the effective
site of stimulation due to an anodal contribution
could potentially affect the spatial information
provided by bipolar pacing.
The goal of this study was to examine the elec-
trocardiograms obtained during bipolar pacing
using interelectrode distances of 5 and 10 mm to
electrocardiograms obtained during unipolar pac-
ing in order to compare the potential value of
unipolar and bipolar pace-mapping.
Methods
Study Design
Unipolar cathodal pacing from the distal pole
of a catheter at threshold was used to simulate the
site of origin of ventricular tachycardia. Bipolar
pacing with the same catheter at the same location
was performed using the first and second as well
as the first and third poles of a quadripolar cath-
eter that has an interelectrode distance of 5 mm.
The distal catheter pole served as the cathode.
Stimulus intensities of threshold, twice threshold,
and 10 mA were used in each of these two pacing
configurations (5- and 10-mm interelectrode dis-
tance] for a total of six 12-lead electrocardiograms.
The differences in QRS configuration and ampli-
tude between electrocardiograms obtained during
unipolar and bipolar pacing were evaluated.
Patient Population
Inclusion criteria for patients were:
(1] Electrophysiology study in the absence of
antiarrhythmic medication.
(2) Sinus rhythm <110 beats/min.
(3) The ability to obtain unipolar stimulation
thresholds from the three distal poles of the cath-
eter of <2 mA from the right ventricle or <10 mA
in the left ventricle. The threshold requirement
was designed to limit variability in tbe position
of the proximal electrodes, which might contrib-
ute to activation during bipolar pacing.
Unipolar pacing was used to simulate the site
of origin of ventricular tachycardia and patients
were not selected for the presence of spontaneous
ventricular tachycardia. Right ventricular pacing
was performed in 15 consecutive patients who
met these three criteria. Four patients were ex-
cluded because they did not meet criterion num-
ber 3. Left ventricular pacing was performed in 14
consecutive patients who had a clinical indication
for left ventricular catheterization and who met
these three criteria. Six patients were excluded be-
cause they did not meet criterion number 3.
Tbe subjects of the study were 19 men and 10
women whose mean age was 58 ± 12 years. The
mean ejection fraction was 0,47 ± 0.16 in 22 pa-
tients in whom this measurement was available.
Nine patients had no heart disease, 11 had coro-
nary artery disease, and nine had cardiomyopathy
(dilated in five, and hypertensive hypertrophic in
four). Eleven of the 14 patients in whom left ven-
tricular pacing was performed had either coronary
artery disease or cardiomyopathy. All patients in-
cluded in the study underwent clinically indi-
cated electrophysiological studies. The study con-
forms to the principles in the Declaration of Hel-
sinki and informed consent was obtained.
Study Protocol
After informed consent was obtained, elec-
trophysiological studies were performed in the
fasting and unsedated state. One or more 6 French
quadripolar catheters (USCI, Billerica, MA, USA)
were inserted through a femoral vein or femoral
artery and advanced to the right or left ventricle,
as clinically indicated. A 6 French quadripolar
catheter (USCI) with a 5-mm interelectrode dis-
tance was used for pacing. In the right ventricle,
catheters were positioned in the apex. In the left
ventricle, catheters were positioned in an area
where the endocardial electrogram was abnormal
in tbe 11 patients witb heart disease. The left ven-
tricular pacing site was septal in four patients, in-
ferolateral in five, and anterior in five. A Bloom
DTU 210 stimulator (Bloom Associates, Ltd., Nor-
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beth, PA, USA) with a constant current stimulus
isolation .unit was used for pacing. A Siemens-
Elema Mingograf 7 recorder (Siemens-Elema,
Solna, Sweden) was used to record 12 lead elec-
trocardiograms six leads at a time at a paper speed
of 25 mm/second.
The late diastolic threshold was determined
in an incremental fashion using steps of 0.1 mA.
Unipolar pacing from the catheter tip was per-
formed at threshold using a pulse width of 2 msec.
Bipolar pacing was performed with a pulse width
of 2 msec at current strengths of threshold, twice
threshold, and 10 mA. For unipolar pacing, a cath-
eter in the inferior vena cava was used as the in-
different electrode." Electrocardiograms were
recorded during ventricular pacing at a cycle
length of 500 msec. Six seconds of recording time
was allowed for each group of leads. Electrocar-
diograms were amplified and displayed at a gain
of 1 mV/cm and filtered at .05—1,000 Hz. A total
of six electrocardiograms were obtained during bi-
polar pacing (three stimulus intensities at each of
two interelectrode distances]. Table I shows the
pacing configuration for the one unipolar and six
bipolar electrocardiograms.
Local electrograms were recorded at a paper
speed of 100 mm/second and an amplitude of 10-
80 mm/mV using each of the three pacing con-
figurations (one unipolar and two bipolar). Local
electrograms were filtered at 50-500 Hz. Electro-
gram amplitude was determined to the nearest 0.1
mV and electrogram duration to the nearest 5
msec. Electrogram duration was determined from









































diograms obtained with unipolar pacing from the
same patient population were also used in a re-
lated study of the spatial resolution of unipolar
pacing.*^
Electrocardiogram Analysis
Criteria for analysis of electrocardiogram am-
plitude and configuration have been previously
described.*^ Electrocardiograms obtained during
bipolar pacing were compared to that obtained
during unipolar pacing. Electrocardiograms were
analyzed independently by two observers. Differ-
ences between the observers were resolved by con-
sensus. Electrocardiograms were examined for
amplitude and configuration differences accord-
ing to the following criteria:
Amplitude
Spontaneous variability in QRS amplitude
can occur secondary to respiratory variation or
other factors. We have previously shown that
variations in QRS amplitude of >2 mV are un-
likely to be due to spontaneous variability and
thus, changes of 2 mV or more were felt to rep-
resent true changes in QRS amplitude.®
Configuration
Specific configuration and criteria were de-
fined to minimize subjectivity in the analysis of
QRS configuration. All configuration comparisons
were made in reference to electrocardiograin 1—
pacing from the distal electrode in a unipolar cath-
odal fashion. For each of the six remaining elec-
trocardiograms, each lead was graded indepen-
dently by two observers as: (1) no change, (2)
minor configuration change, or (3) major configu-
ration change.
Minor configuration differences consisted of
one of the following:
(a) Appearance or disappearance of a notch.
(b) Appearance or disappearance of a Q, R, or
S wave that was <25% of the peak-to-peak QRS
amplitude.
(c) A change was said to occur only if the ratio
of the amplitude of the individual component to
the total QRS amplitude changed by >25% but
<50%.
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(d) A change in the shape of a major com-
ponent—either a marked change in slope upstroke
or a change in the configuration of the peak.
Major configuration differences consisted of
the following:
(a) Appearance or disappearance of a com-
ponent that was >50% of the QRS amplitude.
(b) A change in the amplitude of a component
of the QRS complex of >50% of the total QRS am-
plitude.
(c) Two or more minor configuration differ-
ences.
If the QRS configuration varied from beat-to-
beat in a particular lead being compared, the two
leads were not considered to be different if any
one QRS complex in each of the recordings was
similar.
Data Analysis
Data are expressed as mean ± standard de-
viation. As previously mentioned, the electrocar-
diograms obtained during bipolar pacing (electro-
cardiograms 2-7] were compared to those ob-
tained during unipolar pacing. Differences
between electrocardiograms were expressed in
two ways: the mean number of leads per electro-
cardiogram that showed a difference, and the
number of patients who had one or more leads that
showed a difference. In general, the square roots
of the data were analyzed as opposed to the raw
data to control for the skewness in the raw data
distributions. Differences between QRS configu-
ration and amplitude between the right and left
ventricular pacing sites (RV vs LV) were evaluated
by Student's t-test, while differences between the
three heart disease groups (no heart disease, cor-
onary artery disease, and cardiomyopathy) were
examined using analysis of variance. Differences
in QRS configuration and amplitude using differ-
ent electrode configurations and different current
strengths were compared using repeated measures
analysis of variance or paired t-tests when appro-
priate. Multiple comparisons were performed
using Fisher's least significant difference proce-




Bipolar pacing thresholds and electrogram
amplitude and duration did not differ between the
5- and 10-mm interelectrode distances. The mean
bipolar pacing threshold was 0.56 ± 0.21mA with
the 5-mm interelectrode distance, and 0.56 ± 0.19
mA with the 10-mm interelectrode distance. The
mean endocardial electrogram amplitude was 7.0
± 4.8 mV with the 5-mm interelectrode distance,
and 7.4 ± 4.4 mV with the 10-mm interelectrode
distance. The mean endocardial electrogram du-
rations were 46 ± 16 and 55 ± 16 msec with the
5- and 10-mm interelectrode distances, respec-
tively. The pacing threshold and electrogram am-
plitude with the unipolar configuration (0.58 ±
0.29 mA and 6.6 ± 3.8 mV] were similar to the
bipolar configurations. However, the unipolar
electrogram duration (71 ± 25 msec) was signif-
icantly longer than the bipolar electrogram dura-
tions (P < 0.05).
Analysis of Configuration
A total of 2,088 leads (six 12-lead electrocar-
diograms in each of 29 patients) were analyzed.
The two observers agreed in 90% of cases. There
were 146 (7%) disagreements hetween minor and
no differences, 63 (3%) disagreements between
minoi: and major differences, and nine (0.4%) dis-
agreements between no major differences.
As expected, the stimulus artifact during bi-
polar pacing was smaller than during unipolar
pacing at the same current strength (Fig. 1). Nei-
ther unipolar pacing at threshold nor bipolar pac-
ing at up to 10 mA was associated with a stimulus
artifact, which obscured the initial portion of the
QRS complex.
Configuration Differences
Bipolar pacing resulted in occasional con-
figuration differences compared to unipolar pac-
ing. Figure 1 shows an example of differences
between electrocardiograms recorded during
unipolar pacing, bipolar pacing with an interelec-
trode distance of 5 mm, and bipolar pacing with
an interelectrode distance of 10 mA. The evalu-
ation of individual leads contained in Figure 1 is
shown in Table II. The types of configuration dif-
ferences and presence of amplitude differences
seen in the individual leads are shown in Table II
826 May 1991, Parti PACE, Vol. 14









Figure 1. Example of six simultaneously recorded leads from electrocardiograms 1-7. Note that
the stimulus artifact in electrocardiogram 1 (unipolar pacing at threshold] is larger than that
in electrocardiograms 2 or 5 fbipoJar pacing at thrissholdj. However, the stimulus artifact during
bipolar pacing at 10 mA (electrocardiograms 4 and 7] is similar in amplitude to the unipolar
stimulus artifact. Several leads show amplitude and configuration changes between electro-
cardiogram 1 and electrocardiograms 2-7. A complete description of the grading of amplitude
and configuration differences in this patient's chest leads is shown in Table I.
and correspond to the types of changes described
in the Methods section.
Overall, minor configuration differences oc-
curred in a mean of 0.5 ± 1.2 leads per electro-
cardiogram when the interelectrode distance was
5 mm (data from all three current strengths
pooled). However, when the interelectrode dis-
tance was 10 mm, minor configuration differences
were seen more commonly (1.3 ± 2.0 leads per
electrocardiogram; P < 0.05 vs 5-mm distance).
Data for the mean number of leads showing a
minor configuration difference are shown in Table
III and the number of patients with one or more
leads showing a difference in Table IV. Four of 29
patients demonstrated configuration differences
when pacing with a 5-mm interelectrode distance
at threshold was compared to unipolar pacing.
Major configuration differences were uncommon
with either configuration at any of the current
strengths used (Table III). The number of configu-
ration differences was highly variable from pa-
tient-to-patient. Although major configuration dif-
ferences were uncommon, occasional patients
showed a number of such differences (Fig. 1).
The pacing current strength had a significant
effect on the number of configuration differences
seen with bipolar pacing. Although the number of
these differences (all interelectrode distances
pooled) was similar during pacing at threshold
and twice threshold (0.6 ± 1.5 and 0.8 ± 1.6), at
a current strength of 10 mA the mean number of
leads showing a configuration difference was
higher (1.4 ± 1.9; P < 0.05 vs threshold and twice
threshold). Configuration differences were
equally common in the limb and chest leads
(Table III).
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Numbers in parentheses indicate the type of morphology changes seen; +
that lead.
= Amplitude difference of more than 2 mV seen in
Amplitude Differences
Amplitude differences between electrocardi-
ograms obtained during bipolar and unipolar pac-
ing were seen more frequently than configuration
differences. Table V shows the mean number of
leads per patient with a difference, and Table VI
the number of patients with at least one lead dif-
ferent compared to unipolar pacing. A mean of 1.9
±2 .1 leads showed an amplitude difference from
control when the bipolar pacing interelectrode
distance was 5 mm (all interelectrode distances
pooled) compared to a mean of 2.9 ± 2.1 leads
when the interelectrode distance was 10 mm (P <
0.001). As with configuration differences, ampli-
tude differences were more prevalent at the higher
stimulation currents (Tables V and VI). When pac-
ing at 10 mA, 23 of 29 (80%) patients had at least
Table III.
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Table IV.
Number of Patients with One or More Leads Showing a Morphology Difference During Bipolar Pacing





















































































one lead with an amplitude difference when using
a 5-mm interelectrode distance, and 27 of 29 (93%)
when the interelectrode distance was 10 mm. Am-
plitude differences (all pacing current strengths
and interelectrode distances pooled) were more
common in the limh (mean 1.4 ± 1,0 leads per
patient) than the chest leads (mean 1,0 ± 1.1 leads
per patient; (P < 0.05).
Amplitude or Configuration Differences
The mean number of leads showing either a
configuration or amplitude difference during hi-
polar pacing compared to unipolar pacing is
shown in Table V and the number of patients with
at least one lead showing a configuration or am-
plitude difference from unipolar pacing in Table
VI. Electrocardiograms recorded during bipolar
pacing frequently differed from those recorded
during unipolar pacing. More than half the pa-
tients had at least one lead with a difference com-
pared to unipolar pacing (Table VI), The mean
number of leads with a difference ranged from 2,0
± 2,5 for electrocardiogram 2 to 5,2 ± 2,9 for elec-
trocardiogram 7,
Effects of Pacing Site and Heart Disease
The number of leads with configuration dif-
ferences was similar during right and left ventric-
ular pacing. Amplitude differences were more
common, during right ventricular pacing. This dif-
ference reached significance only for electrocar-
diograms 4 and 7 (P < 0,05). Underlying heart dis-
ease had no effect on configuration differences but
did have an effect on amplitude differences. Pa-
tients with coronary artery disease had fewer am-
plitude differences than did patients with either
Table V.
Mean Number of Leads Per ECG Showing an Amplitude Difference or Any (Configuration
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Table VI.
Mean Number of Leads Per ECG Showing an Amplitude Difference or Any (Configuration
or Amplitude) Difference During Bipolar Pacing Compared to Unipolar Pacing
Amplitude Difference


























































no heart disease or those with cardiomyopathy (P
< 0,05 for electrocardiogram 7),
Discussion
QRS complexes recorded during bipolar pac-
ing were found to have amplitude and configu-
ration differences when compared to unipolar
pacing at the same catheter location. These dif-
ferences were more common with a 10- than 5-
mm interelectrode difference and more common
when pacing at 10 mA than at threshold or twice
threshold. The number of differences was highly
variable from patient-to-patient. The most likely
explanation for the differences in QRS configu-
ration and amplitude is that the anode contributes
to ventricular activation during bipolar pacing.
The variable shift in the effective site of stimula-
tion away from the catheter tip decreases the de-
gree of spatial resolution provided by bipolar pac-
ing and suggests that unipolar pace-mapping may
be superior to bipolar pace-mapping for localizing
the site of origin of ventricular tachycardia.
Prior Studies on Pace-Mapping
Josephson, et al,^ compared bipolar pace
maps in 12 patients with the patients' ventricular
tachycardia. They noted that the 12-lead electro-
cardiographic configuration could either be "sim-
ilar" or "different," However, the pace maps were
evaluated only in a qualitative fashion, strict cri-
teria for evaluating the QRS complexes during
pacing were not developed, and only bipolar pac-
ing was used,^ Other studies have used liberal cri-
teria such as axis shift of <45° to classify pace
maps as similar,^"
A prior study examined the effects of current
strength on the QRS complexes produced by bi-
polar pacing. Altering the current strength during
bipolar pacing with permanent pacemaker leads
was shown to affect the QRS configuration, sug-
gesting that several factors may affect electrocar-
diograms obtained during bipolar pacing,"
We have examined the spatial resolution of
unipolar pace-mapping in another study,'' If only
major configuration differences are searched for,
electrocardiograms obtained during pacing from
sites as far as 15 mm apart could be considered
"similar," However, if minor configuration dif-
ferences and amplitude changes were searched
for, almost all electrocardiograms obtained during
pacing from sites as close as 5 mm demonstrated
some difference.
Anodal Stimulation and Anodal Contribution
During Bipolar Pacing
It has been previously demonstrated that an-
odal stimulation can produce excitation of cardiac
tissue, Dekker^^ suggested that anodal excitation
occurred at the onset of the pulse ("make") but
had a longer latency than cathodal stimulation,
Frazier et al,,^^ agreed with these conclusions at
least at stimulation currents of <5 mA and found
that stimulation thresholds were higher for anodal
stimulation than cathodal stimulation, Stevenson
et al,,^ confirmed that the anode can contribute to
ventricular excitation during bipolar programmed
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electrical stimulation. Thus, excitation of ventric-
ular myocardium by the proximal anode during
bipolar pacing occurs and may be more prominent
at higher pacing current strengths. In this study,
the distal electrode was used as the cathode dur-
ing unipolar and bipolar pacing. Thus, any dif-
ferences between unipolar and bipolar pacing
were most likely due to the contribution of the
proximal anode to ventricular stimulation during
bipolar pacing. Activation at the anode may co-
exist or merge with distal cathodal excitation,
shifting the effective site of stimulation away from
the catheter tip and towards the proximal elec-
trodes.
Electrocardiograms Obtained During Bipolar
Pacing
Electrocardiograms obtained during bipolar
pacing with interelectrode distances of 5 and 10
mm occasionally demonstrated configuration and
amplitude differences from the electrocardiogram
obtained with unipolar pacing, suggesting that the
site of effective stimulation was shifted by an an-
odal contribution. This shift occurred away from
the catheter tip towards the proximal electrode
and was influenced by the interelectrode distance.
Electrocardiograms obtained with a 10-mm inter-
electrode distance showed more differences from
unipolar pacing than when the interelectrode dis-
tance was 5 mm. We have previously shown that
unipolar pacing from sites as close as 5 mm apart
could show such differences, suggesting that this
degree of shift in the site of stimulation was ad-
equate to account for the differences observed,•*
In contrast to unipolar pacing,^ configuration
differences during bipolar pacing were more com-
mon at higher current strength. As stimulus in-
tensity increases, the anodal contribution to de-
polarization would be expected to increase (be-
cause of higher anodal thresholds), thereby
shifting the effective central area of depolarization
and producing larger configuration differences, A
second potential explanation for a difference in
pace maps at higher current strength could be the
difference between the anisotropy of the extra-
cellular medium and propagating impulses;^^
however, with unipolar pacing^ we rarely ob-
served stimulus intensity dependent differences
in electrocardiograms, suggesting that this differ-
ence did not account for differences in the surface
electrocardiogram. Even when pacing with a 5-
mm interelectrode distance at threshold, four of
29 patients had at least one lead that showed a
configuration difference compared to unipolar
pacing. Nineteen of 29 patients had at least one
lead showing an amplitude difference between
these two electrocardiograms.
These findings suggest that bipolar pacing has
the potential to complicate the interpretation of
pace maps. Since differences in amplitude and
configuration between unipolar and bipolar pac-
ing occur and are unpredictable, the degree of lo-
calization provided by bipolar pace-mapping will
be less than with unipolar pace-mapping, A po-
tential advantage of bipolar pacing is the smaller
stimulus artifact, which could simplify analysis of
the early portion of the QRS complex. However,
when low current strengths were used, there was
little difficulty in examining the onset of the QRS
complex during unipolar pacing. We have previ-
ously shown that current strength has little effect
on the QRS complexes resulting from unipolar
pacing,® Therefore, minimizing stimulus intensity
during unipolar pace-mapping (to minimize the
stimulus artifact] will not alter the QRS complex.
Limitations
A limitation of this study is that unipolar ven-
tricular pacing was used to simulate a site of origin
of ventricular tachycardia. Because reentry is the
most common cause of ventricular tachycardia,
pacing at a point source has an inherent limita-
tion in simulating this arrhythmia. However,
Miller et al,,^^ have demonstrated a "focal" origin
of ventricular tachycardia (presumably due to mi-
croreentry) and pacing at a single site could simu-
late such a region or reproduce the exit site of a
reentrant circuit such as a figure of 8 loop,^^ None-
theless, we cannot exclude the possibility that
some cases of spontaneous ventricular tachycar-
dia may have broad propagating wave fronts that
proceed to stimulate the rest of the ventricles. In
such cases, pacing at a point source might not be
the most appropriate model to simulate the area
of origin of ventricular tachycardia. However, Har-
ris et al,,̂ *̂  examined activation patterns using a
220 site mapping technique and found that a mo-
noregional spread of activation was the most com-
mon, and that a figure of 8 pattern with a single
exit site the next most common pattern of impulse
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spread. Both these types of activation should he
well modeled hy unipolar pacing at a single site.
Although prior studies have examined anodal
pacing thresholds and demonstrated that they are
higher than cathodal thresholds, we did not mea-
sure anodal thresholds from the proximal elec-
trode poles in this study. Finally, hecause of time
constraints, pacing was performed at only one site
per patient. Thus, there are inadequate data to
compare pace maps ohtained from different re-
gions of the heart.
Clinical Implications
Careful examination of electrocardiograms
ohtained during unipolar pacing can usually lo-
calize an area of impulse origin to within 5 mm,''
However, hipolar pacing produces unpredictahle
differences in electrocardiogram configuration
and amplitude when compared to unipolar pacing
using the same distal electrode. These differences,
which are most likely due to an anodal contri-
hution, compromise the ahility of hipolar pace-
mapping to precisely localize a site of impulse ini-
tiation hecause of the variable alteration in QRS
configuration. Because precise localization may
be crucial to the successful use of catheter ablation
and other techniques, hipolar pace-mapping ap-
pears to be inferior to unipolar pace-mapping,^"^
Our results suggest that unipolar pace-mapping
should be used as the pace-mapping method of
choice in localizing ventricular tachycardia. If bi-
polar pacing is used to minimize the stimulus ar-
tifact or for convenience, the interelectrode dis-
tance should be small and the current intensity as
low as possible to minimize the anodal contri-
bution and provide better localization of the site
of arrhythmia origin.
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